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ABSTRACT
Engineers searching new dental biomaterials try to modify the structure of the
material in order to achieve the best performance as well as increased migration
and proliferation of cells involved in the osseointegration of the implant. In this
work we show in vitro test results of the Ti, which was anodically oxidized at
high voltages with additionally deposited silver in the form of nanodendrites.
The in vitro cytocompatibility of these materials was evaluated and compared
with a conventional microcrystalline titanium. During the studies, established
cell line of human gingival fibroblasts (HGF) and osteoblasts were cultured in
the presence of tested materials, and its survival rate and proliferation activity
were examined. Titanium samples modified with silver has a higher degree of
biocompatibility in comparison with the unmodified reference material. Cells in
contact with studied material showed a higher relative viability potential,
stable level of proliferation activity, and lower rate of mortality. Biocompati-
bility tests carried out indicate that the anodically oxidized titanium at high
voltages with additionally deposited nanosilver could be a possible candidate
for dental implants and other medicinal applications.
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Introduction
Titanium (Ti) and its alloys are most useful and most
often investigated metallic biomaterials. Titanium
possesses high strength to density ratio, relatively
low Young modulus value, very good corrosion
resistance, and biocompatibility. For providing fast
osseointegration and long-term usage in the human
body, the implant surface should be modified, i.e., it
should be rough or porous, oxidized, and covered by
biocompatible coating including calcium–phosphate
compounds [1–3]. Surfaces showing, micro-, and
nanoirregularities are useful in biocompatibility
improvements [4].
Among many surface treatment technologies
applied for Ti, the electrochemical one is very useful,
giving surface roughening and new chemical and
phase composition, which improve surface biocom-
patibility [5–7]. Anodic oxidation results in the for-
mation of rough titanium oxide, which improves
osseointegration. The oxidation process can be done
in standard conditions as well as can be supported by
spark-discharge process in the plasma electrolytic
oxidation (PEO), done at high voltages [8–10]. As the
results, formation of different size pores or cavities as
well as nanotubes are possible [11–13]. The anodi-
cally oxidized titanium-based dental implants are
commonly available [14]. By carefully choosing the
oxidation conditions it is possible to control the oxide
thickness, which is correlated with its color [15].
During and after implantation, there is a risk of
bacterial attack in the wound tissue. To avoid this
inconvenient postoperative effect, an introduction of
antibacterial agent into implant surface layer is
highly recommended and possible. The commonly
known antibacterial agents are silver ions, however it
should be noticed, that high silver ion concentration
could prevent osseointegration. Cytotoxicity of silver
(Ag) nanoparticles at a concentration of 8 lg/cm2 to
E. coli was reported previously [16]. The large surface
area to volume ratio of Ag nanoparticles provides
good antibacterial behavior [17].
The surface, which is oxidized and has porous
topography, is an excellent template for controlled
introduction of silver ions. Previously [18] we show
preferential deposition mechanism of Ag nanoden-
drites, which are deposited inside the pits in the
oxide layer. Thus we suggest that the surface pits
positively effect on both, osteoblast cells and
antibacterial nanoparticle attachment.
The aim of this study was to determine of bio-
compatibility in vitro of the Ti, which was anodically
oxidized at high voltages with additionally deposited
Ag in the form of nanodendrites. Biocompatibility of
the tested material was referred in relation to human
osteoblasts and gingival fibroblasts. They are the
major cellular elements that determine the osseoin-




The commercially pure titanium (CP-Ti) with purity
[99.6 % (Goodfellow) was used for electrochemical
treatment and biocompatibility test. The original /
10 mm Ti rod was cut into a form of small tablets
(10 mm diameter and 5 mm height), grinded up to a
1000 sand paper and then polished in Al2O3 sus-
pension to a mirror-like surface. The samples were
anodically oxidized in home-made Teflon electro-
chemical cell. The platinum (Pt) electrode was
applied as reference electrode. The oxidation process
proceeded under Atlas Sollich high voltage poten-
tiostat (300 V/3 A) control. The structural and mor-
phological changes with using broad anodic
oxidation voltages were studied in our previous
works [19, 20]. In this work for biocompatibility test,
samples optimally oxidized at 210 V versus OCP
(open circuit potential), at constant time of 30 min
were chosen. As the electrolyte, solution of 2 M H3
PO4 with addition of 1 wt% HF was used. After the
oxidation process, the surfaces were rinsed in water
and dried under a stream of nitrogen. For obtaining
antibacterial characteristics, the surface was electro-
chemically modified by deposition of Ag nanocrys-
tals, in the form of nanodendrites (nano-trees) using
the electrolytic deposition process [18]. The aqueous
solution of 0.01 M AgNO3 ? 0.01 M HNO3 compo-
sition was served as a substrate for the Ag ions. The
Ti samples were immersed in the electrolyte and
additionally an Ag plate (8 cm2) was used to support
the transport of the Ag ions and Ag refilling into the
electrolyte. An SCE electrode was used as the refer-
ence electrode. EG&G electrochemical cell was
applied and the electrolyte inside was mixed using
magnetic stirring (250 rpm). The process was con-
trolled by a Solartron 1285 potentiostat. The Ag
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nanodendrites depositing parameters were as fol-
lows: potential -1 V versus OCP, time 60 s, temper-
ature 20 C. After deposition, the samples were
rinsed in distilled water and dried in a stream of
nitrogen. For the purpose of this study, materials CP-
Ti, anodically oxidized Ti, anodically oxidized with
deposited nano-Ag are named as A0, C1, and C2,
respectively.
Materials characterization
Structure was determined using Panalytical Empyr-
ean XRD with CuKa1 radiation, equipped with
crystallographic database. Surface topography was
determined using Tescan SEM model Vega 5135
equipped with PGT model Prism 200 Avalon EDS,
Leica DCM 3D confocal microscope with EPI 20X-L
objective, Quesant Q-scope 250 AFM. The AFM tap-
ping mode was applied during surface scanning. The
Nanoandmore probes (with pre-mounted Nanosen-
sors SupersharpSiliconTM) were used in the surface
scanning.
In vitro biocompatibility studies
Cell cultures
Established line of human gingival fibroblasts HGF-1
(ATCC CRL-2014TM) and human osteoblast U-2 OS
(ATCCHTB-96TM) were used for the study. Cell
lines were derived from ATCC collection. HGF-1 cells
were cultured in DMEM/Ham’s F12 media (mixed in
1:1) with L-glutamine and 15 mM HEPES, supple-
mented with 10 % fetal bovine serum (FBS) and 1 %
antibiotic solution (10,000 U penicillin, 10 mg/ml
streptomycin, 25 mg/ml amphotericin B). U-2 OS
cells were cultured in DMEM medium only supple-
mented as described above. Cells were cultured
under standard conditions, in plastic plates in an
incubator at 37 C temperature, in atmosphere of 5 %
CO2 and increased humidity level of 95 %. When the
cells reached confluent monolayers (*90 % of cells),
the culture media were removed and cells were
washed with phosphate-buffered saline (PBS). After
removing PBS, the cells were harvested from the
surface of plates using a 0.25 % Trypsin–EDTA. The
cells were counted using a Fuchs-Rosenthal’s hema-
tologic camera. Thus prepared cells were placed on
the surface of the tested samples.
In vitro evaluation
Before testing, the samples of the material were
sterilized using an autoclave at 120 C for 15 min.
Sterile samples were placed in 24-well culture plates,
pre-filled with 1 ml of culture medium. Approxi-
mately 3 9 104 of cells were placed directly on the
surface of studied material samples. Cultures were
grown for 72 and 96 h. To ensure sterile conditions
during the analyses, a chamber with laminar air flow
and disposable sterile equipment were used.
Imaging of samples using fluorescence microscopy
HGF-1 fibroblasts and U-2 OS osteoblasts growing on
the tested materials were imaged with a fluorescent
microscope after 96 h. Cells were stained with a thi-
azole orange (TO). This fluorescent dye penetrates
the cell membrane of living cells and bind RNA.
Microscopic images of cells growing on the tested
samples were archived within 10 min with a fluo-
rescence microscope using appropriate color filters, at
a magnification of 40, 100, 400, and 1000 fold.
Cell viability assay (MTT cytotoxicity test)
To evaluate the cytotoxicity of the tested materials the
MTT assay was performed. Cytotoxicity level was
assessed by determining the percentage of dead cells
as well as the degree of inhibition of their growth.
During the test, the water-soluble MTT tetrazolium
salts (3-(4,5-dimethylthiazol-2-yl)-2,5-diphenyltetra-
zolium bromide) are reduced to a blue–purple
insoluble formazan crystals. The reduction reaction
occurs in the presence of the active mitochondrial
dehydrogenase, only in living cells. Finally, the for-
mazan crystals are extracted from the cells with a
solubilizing solution (10 % SDS in 0.01 M HCl). The
intensity of the color reaction is directly proportional
to the number of living cells. During analyses cells
were cultured directly on material samples located in
the complete culture media supplemented as descri-
bed above in 24-well culture plate. After 72 and 96 h
of culture on the surface of the tested samples 100 ll
of fresh culture media and 10 ll of a solution of MTT
(5 mg/ml thiazolyl blue Tetrazolium Bromide) were
applied. Samples were then incubated for 4 h under
standard conditions. Finally, the formazan crystals
were released from the cells by adding 100 ll of a
solubilizing solution. After overnight incubation, the
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absorbance of solutions using a microtiter reader
(Multiscan, Labsystems) at two wavelengths: k = 570
and 690 nm. The viability of cells growing on the
tested material was expressed in relation to the via-
bility of cells growing directly on culture plate sur-
face without any material (control samples) as well as
growing simultaneously on a sample of the reference
material (A0 samples). Results were presented as a
Relative Viability of Cells value (RVC), which was
calculated from the formula:
RVC ½% ¼ ða bÞðc bÞ
 
 100
a absorbance of the tested sample; b absorbance of
the blank control (reaction without the cells); c ab-
sorbance of the control grown on the reference
material.
Evaluation of a cell cycle
After 72 and 96 h of culture, cells covering the
material samples were transferred to new plastic
tubes. Next, the cells were detached from the surface
of the samples with trypsin. Harvested cells were
resuspended in a fresh DMEM medium and cen-
trifuged at 1000 rpm for 5 min at room temperature.
After discarding, the supernatant cells were washed
once with PBS. Finally, to the cell pellets a solution of
propidium iodide (PI) and RNase was added, and
then incubated for 1 h at 37 C in the dark. Cells
stained with PI were evaluated using the flow
cytometer FACSCanto (BD Biosciences). Histograms
obtained during the evaluation were analyzed by
FACS Diva software. During the analysis, the mean
fluorescent intensity (MFI) of stained cells was mea-
sured. The percentage of cells in S-phase of the cell
cycle corresponds to proliferative activity of the cells
grown on the studied material. In addition, on the
basis of the cytometric histogram results, the esti-
mated percentage of dead cells as well as cells in the




Study of Ti surface topography and its properties
after different processing conditions of high voltage
anodic oxidation was described in previous manu-
scripts [19, 20]. For the in vitro tests, the surface was
oxidized at 210 V for 30 min in 2 M H3PO4 ? 1
wt% HF electrolyte (Fig. 1), which showed optimum
properties, useful for implant applications [19, 20].
The surface treated at these conditions has 3D scaf-
fold morphology with interconnected pores. The
surface pores have elongated in plane channel-type
form, which were formed by the fusion of the circular
pores lying close to each other during anodization.
The roughness (Table 1) and morphology of the Ti
after anodic oxidation predisposes the surface for
implant application. The differences in both Sv and
Sz roughness parameters, measured using different
techniques (Table 1), are the consequence of different
area analysis in AFM and confocal microscopes,
however Sa roughness is comparable, independent of
the analyzed area.
The electrochemical silver deposition, done on the
oxidized Ti at conditions presented in experimental
paragraph, resulted in the formation of highly devel-
oped nanoparticles in the form of dendrites (Fig. 2).
The nanodendrites start to grow from bottom of the
surface pores (Fig. 2a, b), formed in the anodic
Figure 1 Confocal (a), SEM (b), and AFM (c) pictures of anodically oxidized titanium.
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oxidation process. These surface pores support pref-
erential ions flow from the electrolyte, giving forma-
tion of nanodendrites. The Ag nanodendrites are
composed of mainly rod-type stem, from which
branched arms oriented at about 60 propagate
(Fig. 2b). The Ag nanodendrites have uniform geom-
etry and a relatively large specific surface area, which
should be useful in antibacterial action. The EDS
analysis of the deposited Ag nanodendrites (Fig. 2c)
showed the presence of Ag on the sample surface. The
chemical composition of the nanoparticles was mea-
sured inmany different points, however the large spot
of the X-ray beam, results not only in particle charac-
terization, but Ti substrate detection too. Moreover
phosphorus content was also detected as the effect of
phosphorus implantation from the electrolyte during
anodic oxidation. The phosphorus content can act
positively in bone through hydroxyapatite formation.
In theEDS spectrum thepeaks corresponding toAgare
the main peaks. The Ag nanodendrites have a stem
diameter of*100–150 nm and the length in the range
of 5–100 lm, whereas the length of the arms is in the
range of 0.2–20 lm. For comparison, Wei et al. [21] use
silicon template to produce Ag dendrites of 1–2 lm in
stem diameter and 10–50 lm in length. The dendritic
silver structures preferentially grow along (111) and
(200) directions [21].
The XRD spectra shown in Fig. 3 describe Ti sur-
face changes after electrochemical treatment. The Ti
after anodic oxidation shows typical a-Ti-type struc-
ture (Fig. 3a). No crystalline form of Ti oxides was
found, which means that amorphous oxide formation
proceeds during applied treatment conditions. The
etching of Ti, with the removal of surface oxide is also
possible (the electrolyte contains 1 % HF, which
strongly acts as oxide etching). The electrochemical
silver deposition results are shown in (Fig. 3b, c). The
spectrum (b) presents dominant Ti peaks masking the
small Ag peaks (relatively very low Ag amount
deposited on Ti template) and for comparison the
spectrum for deposited silver particles only, after
their removal from the surface (c) is shown. The
deposited material clearly represents silver (c). As it
is seen on the spectrum (b), additional phase TiN was
formed during silver deposition process, as the result
of Ti and electrolyte (AgNO3 ? HNO3) reaction.
In vitro evaluation results
Fluorescent imaging of samples
Both, HGF-1 fibroblasts and U-2 OS osteoblasts cul-
tured on different types of materials showed different
growth patterns, according to the type and compo-
sition of the samples as well as their texture. The
growth of both cell types on the surface of the control
Table 1 3D roughness parameters measured on anodically oxi-
dized surface
3D roughness parameter Method of measurements
Confocal AFM
Sv (lm) 1.452 1.085
Sz (lm) 3.445 1.976
Sa (lm) 0.248 0.240
Figure 2 SEM pictures of anodically oxidized titanium with deposited silver nanodendrites (a, b—different magniﬁcations) and EDS
analysis of the silver particles (c).
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material A0 was homogeneous and showed a parallel
and orderly pattern. Particularly fibroblasts were
characterized by irregular growth, with the shape of
multidirectional network. Their growth on the sur-
face of the anodically oxidized Ti samples with
deposited nano-Ag (C2) appeared to be more intense
and more regular than on the surface of the anodi-
cally oxidized Ti samples without nano-Ag deposits
(C1). Osteoblasts also showed much more intensive
growth on the surface of C2 sample as compared
Figure 3 XRD of the
titanium after anodic oxidation
(a), anodic oxidation and
silver nanoparticles deposition
(b), and for comparison only
for silver nanoparticles
removed from the surface (c).
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with sample C1. However, their growth on the sur-
face of the C1 material was clearly limited (Fig. 4a, c).
Moreover within the cell nuclei numerous nucleolus
organizer regions (NOR) were visible (Fig. 5).
Cell viability assay (MTT cytotoxicity test)
First the spontaneous ability to reduce the soluble
tetrazolium salt by the tested samples was evaluated
Figure 4 Fluorescent imaging of human gingival ﬁbroblasts
(HGF-1) and human osteoblasts (U-2 OS) growing on samples
of the tested materials using ﬂuorescent microscopy system (a, c).
Histograms visualizing the phases of the cell cycle, obtained
during ﬂow cytometry analysis, with particular indication to the
percentage of dead cells (b, d). Samples: K—cells grown on
culture wells without tested materials, A0—CP-Ti, C1—anodically
oxidized Ti, C2—anodically oxidized with deposited nano-Ag.
Figure 5 Nucleolus organizer
regions within the cell nuclei
of HGF-1 ﬁbroblasts and
U-2 OS osteoblasts cultured
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(Fig. 6). During MTT tests two independent cultures
for each cell lineweremade. In each culture, cells were
grown in triplicates directly on samples of the test
materials. The cultures were performed for 72 and
96 h. As a control of spontaneous growth of cells, the
cells were grown directly on culture plates in the wells
without the tested material samples (control).
Simultaneously, cells were cultured on the surface of
the reference material (control of cell growth on a ref-
erence material, A0). Viability of cells growing on C1
and C2 samples was compared to viability of cells
growing inwells without test samples (control) aswell
as to cells growing on a reference material. MTT tests
showed differences in viability potential of HGF-1 and
U-2 OS cell lines (Fig. 7). Tested cells showed similar
relative viability potential (RVC) in contact with tested
samples compared to the control, despite natural
diversities between the HGF-1 and U-2 OS lines. Their
potential was smaller than potential of control cells.
Both cell lines showed higher viable potential in con-
tact with C1 and C2 samples compared to cells grow-
ing on A0, however potential of U-2 OS was stronger.
Moreover, RVC of both the cell lines increased simul-
taneously in the course of time.
Evaluation of the cell cycle
The cell cycle of HGF-1 and U-2 OS cells growing on
the surface of the tested samples was estimated, using
the flow cytometer. The results of the evaluation were
visualized in the form of histograms, which allowed to
determine the percentage of cells in particular phases
of the cell cycle, as well as percentage of dead cells,
which died in the course of culture on the surface of
tested materials (Fig. 4b, d). HGF-1 fibroblasts cul-
tured on C1 and C2 samples showed decreased pro-
liferative activity in relation to HGF-1 cultured on the
Figure 6 Samples of the A0, C1, and C2 materials placed in the
wells with culture media with the addition of MTT solution.
Samples before reduction of MTT tetrazolium salt (a) and after
reduction (b).
Figure 7 Viability of HGF-1
ﬁbroblasts and U-2 OS
osteoblasts cultured on the C1
and C2 samples, relative to
cells growing directly on the
surface of the culture plates
(control) as well as to cells
growing on the reference
material (A0), in the 72 and
96 h of culture.
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A0 material. Both cell lines cultured on the C1 and C2
samples compared to those on A0 were characterized
by amuch lowermortality rate,whichwas comparable
to mortality observed among cells directly growing on
a culture plate, without contact with tested materials.
U-2 OS cells revealed higher proliferative potential as
compared to theHGF-1 cells, independently from time
and testedmaterial. Studiedosteoblasts culturedonC1
and C2 samples showed lower percentage of cells in
the S-phase of the cell cycle as compared to the control,
but higher as compared to cells on the surface of theA0
samples. However, during the test the U-2 OS osteo-
blasts cultured on the C1 samples showed high per-
centage of dead cells (Fig. 8).
Discussion
The main task is to adjust the structure of the material
to achieve increased migration and proliferation of
cells involved in the osseointegration of the implant.
It is important to create material with high durability
and resistance to the environment surrounding the
tissue and a low susceptibility to colonization by
pathogenic microorganisms. However, till now
materials having characteristics identical to natural
has not been created. It has been proven that the
porous materials in the most accurate way fill these
assumptions [5, 9].
The anodic oxidation process done at high voltages
is very useful in surface biofunctionalization, i.e.,
formation of porous, rough, and biocompatible oxide
[8–10, 19, 20]. As we have shown in this work, the
PEO followed by spark discharge, which proceeds on
the Ti surface, results in the formation of highly
connected channels in the surface of the oxide layer.
The channels support not only bone cell nucleation
and growth, but vascularization process too. In this
way formation of strong bond between implant
material and bone is provided. Thus the process done
at high voltages significantly overcomes the conven-
tional low voltage oxidation process [5]. Additionally
inside the channel structure, the oxide thickness at
pore bottom is lowest, which positively acts on silver
ions flow from electrolyte into the surface of highest
electrical conductivity (lowest oxide thickness) [18].
The Ag nanodendrites grow inside the pores and
forms biocompatible layer with enhanced bacterial
Figure 8 Proportional
participation of HGF-1 and
U-2 OS cells cultured on the
surface of the C1 and C2
material samples in particular
phases of the cell cycle.
Percentage of cells in the
S-phase (proliferative activity;
a); percentage of cells in the
G2/M phase (percentage of
cells in the premitotic phase;
b); percentage of dead cells
(apoptotic and/or necrotic
cells; c).
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killing properties. Moreover the Ag nanoparticles
fixed inside the pores are protected against their
removing during implant handling.
The main reason for implantation failure is local
inflammation caused by reaction of tissue on the
introduction of a foreign body. Cascade of negative
events in the organism may be accompanied by the
activity of pathogenic microorganisms. Disrupted
relationship between host and microflora resulting in
disease of the oral structures, mainly include dental
caries, gingivitis or periodontitis or peri-implantitis
[22]. Peri-implantitis around osseointegrated implants
initiated by bacterial infection affect the soft and hard
tissues and can lead to bone damage [23]. Some
bacteria attached to implanted restorative materials
form the biofilm that protects them against antibiotic
treatment, leading to antibiotic-resistant peripros-
thetic infection [24].
Nanostructured biomaterials exhibit exceptional
mechanical and surface features [25]. They can mimic
the bones, by what are considered the next-generation
materials. [26]. The shape, spatial and chemical struc-
ture, roughness, and surface energyhave impact on the
adhesion and proliferation of cells. However, the
rough surface of the dental implants can promote the
colonization by pathogens [27]. Therefore, the next
challenge for the dental implantology is an indication
of materials, which will limit the risk of colonization
with pathogenic microorganisms. Due to proven
antibacterial properties Ag nanoparticles are inten-
sively investigated as a material used in dental appli-
cations, mainly as dental fillings or implants [28, 29].
Strong antibacterial features of Ag are associated with
the ability of this metal to interact with sulfhydryl
groups of proteins as well as with DNA [30]. Ag
nanoparticles have activity against Gram-positive and
Gram-negative bacteria, fungi, and viruses [31, 32].
However, the use of Ag nanoparticles carries the
risk of cytotoxicity causing tissue destruction and
local inflammation. Certain Ag compounds exhibited
nanotoxicity for HGF [33]. Ag nanoparticles by
induction of oxidative stress can be also mutagenic
for cells [34]. However, the use of Ag nanoparticles
coated on a titanium core seems to be very useful in
dental technology. Mei et al. [35] used processes of
anodization and Ag plasma immersion ion implan-
tation for production of Ti nanotubes containing Ag
nanoparticles. The technology used has confirmed
the high biocompatibility of Ti and the antimicrobial
effect of the Ag particles, enhanced by the large depth
of the deposited Ag. Other group indicated an anti-
biofilm effect of Ag nanoparticles immobilized on Ti
against Staphylococcus epidermidis. This activity was
related with inhibition of bacteria adhesion and
down regulation of transcription of the intercellular
adhesion operon (icaAD) [36]. Liu et al. proved that
Ag nanoparticles promoted proliferation and matu-
ration of preosteoblasts and induced osteogenesis of
rat bones, accompanied with suppression of bacterial
survival [37].
In our study we examined the biocompatibility of
the samples of anodized Ti modified with deposited
Ag nanodendrites. Material samples were evaluated
based on contact with the HGF and osteoblasts (U-
2 OS) cell lines in vitro. Evaluation of fibroblasts and
osteoblasts growth served as a model showing the
behavior of cells of the soft and hard tissue in contact
with the tested material. Cytocompatibility of tested
nanosilver–titanium composites was compared to
conventional microcrystalline Ti, which served as a
reference material. Studies on dental implants are
mainly focused on assessing the interaction between
materials and bone cells as well as soft tissue, because
the process of osseointegration may be disturbed by
anomalies and infections of soft tissue [38]. To eval-
uate the cytocompatibility of the tested samples,
in vitro characterization tests in static condition were
performed. Samples were tested for cytotoxicity with
MTT assay. Proliferative activity of cells directly
growing on samples was determined with cytofluo-
rimeter (determination of the percentage of cells in
S-phase of the cell cycle stained with PI). Further-
more, cells growing on the tested samples were
stained with thiazole orange and visualized in a flu-
orescence microscope. Our analyses indicated that
the nanocrystalline Ti modified with Ag has a higher
degree of biocompatibility in comparison with the
unmodified reference material, which was micro-
crystalline Ti. Cells used in the tests showed a higher
relative viability potential in contact with tested
materials, than cells in contact with the surface of
control samples. Both, fibroblasts and osteoblasts
showed numerous NOR within the cell nuclei what
may serve as an evidence of increased proliferative
activity of tested cells. This observation was sup-
ported by numerous cells in the process of mitosis.
Moreover, cytometric analysis confirmed these
results, particularly when tested cells showed the
stable level of proliferation activity and lower rate of
mortality.
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Modification of the titanium through the anodic
oxidation process at high voltages with additional
deposition of nanosilver can significantly change the
properties of the reference material, which can
improve its biocompatibility, but also can introduce
new quality. The development of such material is a
major goal of modern materials science. Anodized
titanium modified with deposited silver nanoden-
drites, the material presented in this report signifi-
cantly brings us closer to this target.
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